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mindray

2020-05-07

To whom it may concern,

Declaration

We, Shenzhen Mindray Bio-Medical Electronics Co., Ltd., the manufacturerof the following

medical devices:

Defibrillator BeneHeart C Fully Automatic:
BeneHeart Cl Fully Automatic, BeneHeart CIA Fully Automatic,
BeneHeart C2 Fully Automatic, BeneHeart C2A Fully Automatic

hereby declare that,

1. the attached contents with the cover page of the < OPERATING DOCUMENTATION of
the medical device - INSTALLATION AND USE GUIDE AED TOOL - Defibrillator BeneHeart
C Fully Automatic: BeneHeart C| Fully Automatic, BeneHeart CIA Fully Automatic,
BeneHeart C2 Fully Automatic, BeneHeart C2A Fully. Automatic > used for Russian
medical device registration; this file introduces the instructions for installation and use

guide AED TOOL of the medical device.

2. the attached contents’is used only for the medical device registration in Russia, and is

required notarizing according to Russian official regulations.

Very truly yours.

Mr. Wang=Xinl:
TechnicalyRegul*V(*.;Dep.t..
Shenzhen Mindray ectronics Co., Ltd.

Shenzhen Mindray Bio-Medical Electronics Co., Ltd.

Add : Mindray Building, Keji 12th Road South, High-Tech

Industrial Park, Nanshan, 518057, Shenzhen, People's Republic of China
Tel: +86 755-81888998

Fax; +86 755 26582680

Website: www.mindray.com
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Mindrav Building, Keji 12th Road South, High-Tech Industrial Park,

m i n d ray Nanshan, 518057 Shenzhen, PEOPLES REPUBLIC OF CHINA

Ten. +86 755 81888998, thakc: +86 755 26582680,
http: * mu'm. mindrav.com

«YTBEPXOAK» / «l certify»

OT nmeHn LLIsHBbYWKIHb MaliHApaii Bro-Meaunkan dnekTpoHuke Ko., 114,/
On behalf of Shenzhen Mindray Bio-Medical Electronics Co:; Ltd.,

MeHepkep OTzeNa No TeEXHNUYECKOMY pernameHTy/
Technical Regulation Dept. Man”

VH (Wang Xinbing)

a/date «07» mas 2020 T.

SKCMNNYATAUNOHAA JOKYMEHTAUNA /
OPERATING DOCUMENTATION

PYKOBOACTBO IMNMOJIb3OBATEJIA
MPOrPAMMHOIO OBECITEYEHNA AED TOOL /
INSTALLATION AND USE GUIDE AED TOOL

Ha MeauuuHckoe n3genve /.ofthe medical device

Oedpnbpunnatop cepum BeneHeart C Fully Automatic
C NPpUHagne>xXHoCTAMU/BapnNaHTbl NCMOJTHEHNA:
BeneHeart Cl Fully Automatic, BeneHeart CIA Fully Automatic,
BeneHeart C2 Fully Automatic, BeneHeart C2A Fully Autematic
/
Defibrillator BeneHeart C Fully Automatic:
BeneHeart Cl Fully Automatic, BeneHeart CIA Fully Automatic,
BeneHeart C2 Fully Automatic, BeneHeart C2A Fully ‘Automatic

npounssogcTea KomnaHmm / manufactured by the'\company
LLIsHbWK3Hb MaliHapan bro-Megykan 3AnekTpoHuke Ko., Nt /
Shenzhen Mindray Bio-Medical Electronics-Co., Ltd.
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3KCMyaTauMoHHas OKYMEHTaLUs Ha MeAMLMHCKOe u3aenue - PyKOBOACTBO MNo/b30BaTeNsl MporpaMmMHoro o6ecneveHns AED Tool

©Copyright 2019 Shenzhen Mindray Bio-Medical Electronics Co., Ltd. Bee npaBa 3awuueHbl s Aata

BblNycKa faHHOTro PykoBoACTBa NMonb3oBaTens — ceHTA6pb 2019 ropa

COAEPXAHWE

MporpaMMHOoe NPUAOXKEHME AED T OO0 ... st 3
11 CPBAA YCTAHOBKM .. .cueititeieeniteeie st ste st stete ettt sbe s bt sbesbesbe st eseebeabeebesbesbesbesbesseseebeasesbe sty mme E e e e e asesbeebesbesenes 3
1.2 YCcTaHOBKaA MNPOTrPaAMMHOIO OBECTTEUEBHMS ... ..ecvviveveiieiesieriereeisteesesteseesressessess e s s oo e e resteseseesaerearens 3
1.2.1 YCTAHOBKA TTO .o e e e e 3
1.2.2 O6HOB/EHNE APANBEPA Y COM .. iiiiiiiiiiiieisiee e e s te st re st re st resansSiba s s e st te st tesre e snene e 6
123 YOANEHUE TTO it ittt sttt b et e bt se et e sbe b e b et e e e 10
L3 TTPOTPAMMHBIE OTTEPALLMM .c.eevieieenee b sie st sie st ieete sttt sseseeeese e see fFE TR et et eseeseebeasesbeseesbeseenneneas 1n
1.3.1 TTOAKMIOUEHME YCTPOMCTBA. c.olleveliurieiiieresieresreresreresiereseereseeresseresses desbibessessereseereseeresreseseeseseesenes nu
1.3.2 OnpefesieHNe CTATYCA MOLKIHOUEHUIS . .....cveuiieiuiriiseeneeseeeeeseeses e i Tif g e st esesseabesbesbessesnesessesseneas un
1.3.3 YNPaB/ieHNE KOHPUIYPALME. .....c.ceiieereerirereeieienieseeieseseseseeees bimathes e e seeessesesesesssseseseessssseseseens 12
134 IMPOCMOTP MHDOPMALIIA 06 YCTPOMCTBE .c.vcviveeviereveeesrediabadestereeteesteesterssreresresesresesreneesens 15
1.3.5 OKCMOPT BAHHDBIX oo freadeeeeseeseeseeeeseesesiesneneas 15
136 BbINO/THEHNE NONL30BATE/TBCKOM MPOBEPKMU. ......ceetebiatheeeee e eeeiese e 16
1.3.7 BbIMO/THEHNE MPOBEPKM/ CET M ..cvvinrenieiirieniesiesieseeseenee e 16
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3KCn/yaTaUMoHHas IOKYMEeHTaLMs Ha MeAMLMHCKOe U3fenie - PYKOBOACTBO MO/b30BaTeNs nporpamMHoro obecnedenus AED Tool

MporpammHoe npunoxxeHmne AED Tool

11 Cpepa ycTaHOBKM
1 OnepaunoHHasa cpeaa nporpaMmmHoro npunoxxeHns AED Tool coBmecTnma ¢ cuctemamm
Windows 10 n Windows 7 Professional SPI.

2. Crnocob noAkIYeHNs: COeAMHEHVE C YCTPOMCTBOM OCYLLECTBASETCA C MOMOLLbHO

Kabens USB ans nepefaun AaHHbIX;. HAa PUCYHKE HIDKE KpPaCHbLIM:-MPSMOYTObHUKOM

BblgesieH nopt micro-USB:

12 YcTaHOBKa AmpOrpaMMHOro obecnevyeHms
121 ¥YcTaHoBKa 1O
1 [Baxadbl ~ LIeNKHUTe

NporpamMMHOrR0-06ecrneyeHus.

no AedToollnstaller.exe, u4T0Obl 3anMyCTUTb YCTAHOBKY

MpumeyaHne. Ona 32-pa3pAafHblix—~0MepaLnoHHbIX CUCTEM GCHadana YCTaHOBUTe

apainBepr YCOM, paBaxabl

ycTaHosute nporpammHoe obecrnedeHne AedToollnstaller.exe,

WwesnKHys no anny Ipc_driver-Setup.exe, a 3aTem

KoHmaeHumanbHbI OKYMeHT KomnaHum Shenzhen Mindray Bio-Medical Electronics Co., Ltd. Bce npaBa 3awmiyeHbl. CTpaHuua 3
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JKcnnyaTauyoHHas OKYMeHTaLua Ha MeauLMHCKOe n3fenme - PyKoBOACTBO No/b30oBaTens nporpaMmHoro obecneyedmss AED Tool
2 BblbepuTe 53bIK YCTAHOBKMW.

AE£DTooHn!tailer - InstallShiefd Wizard

Chooae Setup Language

Select the language for the installattan ftoan the choices belcw.

1Chrese (Siroclifiedl
1EngNch (United States:! ™ * s 2

IhMsIShieid -

<Peck Cancel

3 Haxmute Next ana Havana yeTaHOBKW.

Mindray AED Tools Setup

Welcome

Welcome toAED Tods mstaB ptogrm TN piogiam ristalAED Tools mto youi computar.

Click "Cetocerl to Exit the instaB piogam.

Cfck "Next" to continue the retail ptogiam.

The progiam can Conligufe and Upgrade the AED-0f Mindray Co..Ltd.

Ifyou dwT have AED bl Mindray.the program canTw akIf you want purchase AED of
mindrayjjtease corkact with us.

Authorization

The program need Icense, ii you haven't now” rlease contact Mth us to ask for one.

InstaSshfeld -

Cancel

KoHtmaeHmankHbIA 10KYMeHT KomnaHun Shenzhen Mindray Bio-Medical Electronics Co., Ltd. Bee npaBa 3awuiieHbl. CTpaHuua 4
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SKCMyaTaUmMoHHas AOKYMeHTaLMs Ha MeAMLMHCKOe U3fienune - PyKOBOACTBO Mo/b30BaTens MporpaMmMHoro o6ecredenns AED Tool

4. Haxxmute Next n BeauTe B nonsx Customer Information nHopmaumio o nonb3osarese n
CEpUHBIA HOMED.
¢ [lpwv BBEEHWM CEPUIHOrO HOMepa afMUHUCTPATOpPa Bbl NOJTyYaeTe npasa
agMVHUCTpaTopa: ynpas/eHne KoHQUrypaumei, LOCTyn K MHpopMaummn 06
YCTPOWCTBE, 3aBOACKOE 0OC/Y)XMBaHWE, 3aBOACKasA NPOBEPKA, 3KCMOPT AaHHbIX U
rnosib30BaTe/IbcKas npoBepKa.
¢ [lpv BBEEHWUM CEPUIAHOro HOMepa 06bIYHOr0 MoJb30BaTe s Bbl MOMY4YaeTe Npasa
06bI4HOr0 MONL30BATE/IS: YNPaBIeHNe KOH(Urypaumed, ocTyn K nigopmaummn 06
YCTPOWCTBE, 3KCNOPT AaHHbIX W MOAB30BaTeNbCKasA NPOBEPKA.

Mifidray AEP Tools Setup X

Cuslomei Informalkin
Please enter you rtoimalion Zn'.

Please enter you name, the/name bl the compare for r¥Hchyou work and the product
serial rrumber.

User Name;

IMaS3<sH
<Back Next> Gﬂl(bl

5 Haxmute Next 1 yctaHoBUTE Naponb 4719 BXOAA.B CUCTEMY:

KoHmaeHupmanbHbIi OKYMeHT KomnaHun Shenzhen Mindray Bio-Medical Electronics Co., Ltd. Bce npaBa 3awmuieHsl. CTpaHuya 5
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SKCIyaTaLvioHHas IOKYMEHTALMS Ha MeaVLIMHCKOe U3fenvie - PyKOBOACTBO Mo/b30BaTessl NporpaMMHoro obecrievenyst AED Tool

6. HaxmuTe Next 1 BblbepuTe KaTaslor YCTaHOBKM.

b/ITHW AED ToDii Sstof» X

Choose Destination Location \
Select loldet wheie setup w®instal (ilee

Setup wil install AED Toois h the (Olowing foldei.

TO bstdl to this fcWw, click Next To insta( to a dJfetent fddei, cfck fitowse and select
anothef folder.

Destination Foldef

CSProgtam Files (x ) LU U *a~ E'0.Tools Bronse..

bstatSli,etd -

< Bock >lf—Camel

7. HaxmuTte Next 1 nogoxaute, Noka gpavisep USB He OyfeT YCrewwHo yCTaHOB/EH.

8. locne 3aBepLUEHUs YCTAHOBKM BbIMOMHUTE MNepe3arpy3ky, KOMMbIOTEpPa, €ci 3TOro

noTpedyeT cucTema.

122 O6HoBneHue gpansepa VCOM
MpumeyvaHne. OnepagnoHHas cuctema Windows;~ 10 MOXeT aBTOMaTUYECKU

pacrno3HaBaTb ppaigep VCOM. B 3ToM efnydya€ “BaM He HYXHO YycCTaHaBAUBaTb
ApaiBep BpPYYHYH Flpu ycTaHOBKe Ha KomnbiTep ¢ OC Windows 7 BblNQJIHUTE
cnegytouime onepaunu.

1 OtkpoinTte Kpbltiky AHL, 4T06bI 3anycTUTb-yCTpolcTBO. C nomoLubio Kabens USB

NoACOeAMHUTE YCTPOMCTBO K Bawemy K. [ucnetyep YCTPOWCTB 0TOBPa3nT crefytoLee

YCTPOWCTBO.

=c

Keyboards
M"O Mice afrd other pointing devices
L-L, Monitors
Network‘adapters
B -1'" Other'dgykex.
[|_AEQ VIRTUAL COrj_ ~
i Unknown device
T-K Portable Devices
¢...*" Ports (COM &LPT)
B D Rrocessors
E Sound, video and game controllers
B™5¥, System devices
M-- 8 Universal Serial Bus controllers

KoHmaeHumanbHbIi fOKYMeHT KomnaHmn Shenzhen Mindray Bio-Medical Electronics Co., Ltd. Bee npaBa 3awuuieHbl. CTpaHmuya 6
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3KCI'II1yaTaL|,I/IOHHaFI [OKYMEHTaLMA Ha MejuLMHCKOe u3fenve - PyKOBOACTBO M0Jb30BaTeNA NPOrpaMmmHoro obecneueHns AED Tool

2 LlenkHute npaBoii KHONKOM Mblwn U Bblbepute Update Driver Software (O6HOBUTb
[JpaiiBepbl).

Updttf Driver Softmre <Ll w w1y, com

How do you Wit to starch for drivtr software? Q
Scorch «uto«i«tkiflffru | Ht<tcdcklversottw«re @

Windows wWHI search YOLLIcomputer and the btsrnetfdr the latest driver software
foryour device, unless youVe tftsabled this feature inyour device installetion
settings.

Bcowse Mf computer for driver soflw@ Q
locate and install drhrer sdhware manLK :

p)
>

KoHmaeHumManbHbIii fOKyMeHT KomnaHum Shenzhen Mindray Bio-Medical Electronics Co., Ltd. Bee npapa 3awuiieHbl. CTpaHuua 7




SKCN/yaTalUMOHHas JOKYMEHTaLMUA Ha MeAuULIMHCKOe n3aenve - PYKOBOACTBO MOMb30BaTeNs nporpaMmHoro o6ecneveHns AED Tool

3. Haxxmute Next.

Cnuer Saftws»-/TEQY X 1 X C6M

f UpditiDfivejSoftvMre-AIDVIRTUAtCOM

Selectyour device's type from the lilt below.

Common berdwere types:

ShowAlt Devices
«Ll 3 DeviceCUh
AVC Devices
"Setteries
itJjBiomettic Devices
0 Bluetooth Redios
er
QsOisk drives
fADispley adapters
siiDVO/CD-ROM drives
kijjfioppy disk drives
e Sfloppy drive controtleri

(T/\ tlectl |nl Cancel

4. Bblbepute Have Disk... (BCcTaBUTH ANCK...)
MC UpdirtePtiVWEIFVAID

Q f Update DriverSoftwaie~AEDVIRTUAI COM

Select the device driver wentto insteK for hardware.

Selectthe manufacturer and model of your hardware device and then click Ne>«.ifyou have a
a . difit that conbini the driver you wanth) instalt click Hcve Df>k,

0”eNeesin§ a;~ ~of.all device;)

~'jave Disk-D >

jNext | Cancel

KoHmaeHUmanbHblA LOKYMeHT KomnaHun Shenzhen Mindray Bio-Medical Electronics Co., Ltd. Bee npasa 3awmieHbl. CTpaHuua 8
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SKCnyaTaUuMoHHas OKyMeHTalmMs Ha MeMLMHCKOe n3aenue - PyKOBOACTBO N0/b30BaTeNs MporpaMMHoro o6ecrnedequs AED Tool

5 Haiignte v BbIGEpUTE KaTaor yCTaHOBKMU VCOM.

6. BbibepuTe Installation directory\NXP\LPC Driver Installer\Ipc-linkH-vcom\ Ipc-vcom.inf

| UpditeOrtvtr Software-AJDVIRTUAt' COM

Seltrt th« devict driver you wsr« to'iniall for thi» herdwire.

Select the rrsnuf»scfcurersnd model of your herdwere device end then click NeA Ifyou have a
dijk that contains the.driveryou want to install, click Have Disk.

CjgiPCUSBVCom Pojj3>
CMLPC'Linkll UCom Port

q? This driverhas ari Authentscodettm) signature, Have Disk... |

Ttll mewtvdnvet sionino is important

C S |) Cancel

Update DriverWarning 8J<i

Installing this device driver is not recommended because Windows

M cannotverify that it is compatible with your hardware. If the driver is
not compatible, your hardware willnetwork correctly and your
computer might become unstable’ or stop working completely. Do you
wantto continue installing this driver?

Yes No

KoHtmpaeHUanbHbIA OKYMeHT KomnaHum Shenzhen Mindray Bio-Medical Electronics Co., Ltd. Bee npaBa 3awmueHbl. CTpaHuua 9
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3KCnnyaTaLMoHHas OKYMEHTaLMA Ha MeWLIMHCKOe n3aenve - PYKOBOACTBO MOMb30BaTeNs NporpaMmMHoro o6ecreyerus AED Tool

7. Joxantecb 0OHOBNEHNSA 1 3aKPOIATE OKHO.
1 Update Driver Software-AfDVIRTUAt COM
WindovMS hi$ $ucccsifui(yiipdattd your drrver software
WindCNt~ has finished instaliing the driver software for this device:

LPC USSVComPort

St
8. [ocne 3aBepLUeHNs AMCneTYep YCTPOCTB BbIMSANT TaK, Kak NOKA3aHO HIDKE, YTO YKasblBaeT
Ha ycnewHoe o6HosneHne VCOM.

$ -0 Mice.end other pointing devices

M-M Monitors

n Network adapters

M -|~ Qther devices

i Unknown device

w L-Portable Devices

& N-\Ports (COM & LPT)

i Communications Port (COM 1)

i~ i-T~ Communications Port (COM2)
I ptfl(Ri) Active ManagemigntTiechnology - SOL (COM3)
LPCUSeVCom Port (COMf

|il Q Processors

1.2.3 ¥YpaneHne MO
1 Otkpoute MeH0 Myck Ha MK ¥ peperguTe Ha cTpaHuuy lMaHeémbs ynpaBneHus —

MporpamMmbl 1 KOMNOHeHTbI. BblibepuTe nporpammMmHoe obecrieveHne Mindray AED tool u

HaXKMUTE Y fannTsb.

2. MosBATCA OKHO C NoATBEPXAeHWEM yaaneHus. Haxmute [day W cnefyiite aanbHerLLIMM

VHCTRYKLWSIM.

KoHthmaeHumanbHbIA OKYMeHT KomnaHun Shenzhen Mindray Bio-Medical Electronics Co., Ltd. Bce npaBa 3awmueHsl. CTpaHmuya 10
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SKCNyaTaLMoHHas JOKYMeHTaLmMs Ha MeULMHCKOe 13aenve - PyKOBOACTBO Mo/b30BaTens nporpaMmMHoro o6ecrnedequs AED Tool

1.3 MMporpamMmmHble onepawmu

1.3.1 MoaknoyeHne yctpoincrea
Bkntounte AHZ, 1 ncnonb3yiite kabenb USB ans coefnHeHms ycTpoictea ¢ Bawmm-TIK. Mocne

MOAK/OUEHNS Ha 3KpaHe NosIBUTCA CooOLLeHNe: «O6HapyXXeHo ycTpoiicTeo AHJ. BoilTn B
peXxxum KoHgurypauun?». Ecnm Bbl BbloepeTe [a, YCTPOWCTBO Meperifer B PeXum
KOH(Urypauum, 6yay4m nogkItoUYeHHbIM K NPUIoXKeHnto. Ecnn Bbl BbibepeTe HeT, YCTPOCTBO

OCTaHeTCs B 0ObIYHOM pPeXXnMe 1N OTKAKYUTCA OT NPUNOXKEHNS.

MpumeyaHue.

«  Mexay nofkntwyeHneM ¢ nomMOWbi kabens USB ¥ NoABAEHMEM COO6LLIEHUS
«O6HapyxeHo ycTpolicTeo AHA. BoiNTK B pexum KOHMUrypaLumn?» MoxeT NponTtu ot
30 go 60 cekyHA. Moxanyicta, AOXANUTECh NOSBAEHUA coobuieHna. Ecnu coobuieHune
He BO3HWKaeT B TedyeHue! [NUTENbHOrNO BPEMEHU, (PeKOMeHAYyeTCH MOBTOPHO

NOAKMIOYNTL UK 3aMeHUThkabenb USB.

* B Windows 10 Bam He06X0ANMMO W EeNKHYTb NPaBoil KHOMKOW MblwKn 1 3anycTuTe AED

Tool oT MeHn agmuHucTpaTopa.

1.3.2 OnpefeneHne crtatyca NnogKAOYeHNA
m OTK/IHO4EHHOEe YCTPOICTBO

3anyctute nporpammy -AED Tool. Ecnn yCTPOMCTBO “He MOAK/HOYEHO, MOSBMTCA:COOOLLEHNE

Device Disconneted (YCTPOWCTBO OTKOYEHO), KaK-MTOKA3aHO HIDKE:

r - . -

{kneilMifp CeUtuAKIIUHpMni.
$ydan|[ble hvpori Mthedmu

»87.52
DtwtvyMnttm»

tm im »  tf0 Mett Site
VoKvbKcinifi~ c AT
Vw#Vbltiw Mts > MdnettTn» WLf»
BY;Mnm Mo » d = 6 &
iMivnllypr Muil > a e » .

a  « 6
9i«kS«nn 1» timPoirt
200 »  Seoutriy
Dasones

KoHtmaeHumManbHbIid OKYMeHT KoMnaHum Shenzhen Mindray Bio-Medical Electronics Co., Ltd. Bce npaBa 3awuueHbl. CTpaHuuya 11
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3KcnyaTalyoHHas JOKYMeHTaUms Ha MeaULIMHCKOe n3aenve - PYKOBOACTBO Mo/Mb30BaTeNs NporpaMmMHoro o6ecneyerus AED Tool

m [TO/IKNHOUEHHOE YCTPOIACTBO:

BkntounTte YCTPOMCTBO M COeAMHUTE ero ¢ noMowbto Kabens USB ¢ npunoxeHnem AED Tool.
Haxxmute [la, 4TO6bI NEPENTU B PEXMM KOH(UMypaLuu.

MosButcs coobLeHre Device .Connected (YCTPOWCTBO MOAKI/IHOUEHO), KaK MOKa3aHO HUXKe.
1.3.3 ¥YnpaBneHue KOHMUrypaymnemn
Ha ctpaHuue Configuration Bbl MOXeTe 3anucaTb KQHPUrypaumio rno yMONYaHWIo, OTKPbITb

haiin KOH(UrypaLuy, APoOUNTaTh TEKYLLYH KOHDUrypaLuio YCTPOCTBa, 3amucaTh “TeKyLLYH
KOH(MUIypaLmio, COXPaHWUTb (haiil KOH(Urypauum,-POCMOTPETb 3MIEMEHTbI KOH(MUrypauum c
MOMOLLbHO CTPE/OK ‘BBEPX M BHI3, a TaKXKe 0TPeAaKTMPOBATh CYLLECTBYHOLLME KOHQUMypaLymu.

{ m Cnocob 1ansa 3anucu KOH(Urypauuu:
1. lMocne <noaknwoueHns yctponcTea =K AED Tool, nepenigute.. Ha CcTpaHuLy

KOH(urypaumm, Haxxmute Read Device Configuration (MpounTate KOH(Urypaumto
ycTpeiicTea). Mossutca coobueHre) Reading the configuration file successfully!
(Paian KoHDUrypaummn ycneLHo fpoumntan!).

2 3aKpoiiTe OKHO COO06LLIeHMs, U3MeHNTe System Time (CucTemHOe Bpems). Language
(F3bIK), Shock Series (IMocnegoBaTenbHOCTL paspsgos), WLEAN Setup (HacTpoiiku
WLAN) u gpyrvie anemeHFbl, nocfie yero Haxmute Write Device Configuration.
MosiBnTCA coobLueHne Writing the configuration file successfully! Effective after the
device is restarted (®aitfi-KoHpUrypaumm ycnewHo 3amncaH! 3mMeHeHus BCTYNAT B
cuny nocse nepesanycka yCTponcTsa).

3. Mepesanyctute ycTpoicTtBo AH/L, UTOObLI U3MEHEHMS BCTYNUIN B CUNY.

m  Cnocob 2 ans 3anncy KOHQUrypauumu:

KoHmaeHuanbHbIi OKYMeHT KomnaHum Shenzhen Mindray Bio-Medical Electronics Co., Ltd. Bce npaBa 3awwiieHbl. CTpaHuya 12
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